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www.rsc.org/locMicrofluidic resonant cavities enable
acoustophoresis on a disposable superstrate†
C. Witte,* J. Reboud, R. Wilson, J. M. Cooper and S. L. Neale*
We demonstrate surface acoustic wave (SAW) induced microparticle manipulation in a microstructured
disposable glass-polymer composite superstrate, positioned on a piezoelectric substrate with a single,
slanted SAW transducer. An excited SAW was coupled from the piezoelectric substrate into the superstrate,
which acted as a transversal resonator structure. We show that the energy transmitted into the superstrate
allowed acoustophoretic particle manipulation, while the wide frequency response of the SAW transducer
enabled tuneable pressure distributions confined by the microchannel layout. The configuration provides a
significant tolerance in positioning – making assembly easy.Introduction
Microfluidics has enabled a number of new approaches for
the manipulation of microscopic biological particles within
microchannels. Each of these exploit different forces offering
advantages and limitations that make them suitable for
different applications (and different particles of interest, be
they macromolecules or cells in suspension). Acoustic tweezing
is particularly suited to the non-contact handling of micro-
particles within a microchannel1–5 and can be most readily
implemented by attracting particles to acoustic nodes of a
standing wave set up within the channel.6,7 This provides 1D
to 3D control over the position of the particles depending on
the transducer system and microchannel arrangements.8–10
As the pressure gradients generated by the acoustic fields
extend throughout the channel, control of the pressure
gradients can lead to precise particle manipulation. Ultimately,
the magnitude of the forces acting on any particle within a
fluid will be governed by the particle's acoustic contrast which,
in turn, is a function of the particle's and the fluid's density
and compressibility.11
In many biological applications, it is desirable to
introduce a disposable element into an analytical set-up,
which in the case of acoustophoresis will allow separating
the piezoelectric acoustic transducer from the liquid/particles
to be manipulated. The previously used concept of the
‘superstrate’, onto which the sample is placed, is an example
of such a system.12 Acoustic waves generated by a surface
acoustic wave (SAW) device have been coupled into a varietyof different superstrates (including silicon, glass, PDMS and
paper),13–18 while the SAW device itself, usually is fabricated
in relatively expensive single crystal piezoelectric wafers
(e.g. LiNbO3) which can then be re-used. The transmission of
radio frequency radiation into a superstrate to mix and
move particles, including droplets, in a microfluidic channel
has been reported.12 In such a set-up, despite the fact that
the longitudinal wave in the water is reflected between the
interfaces of glass/water and lithium niobate/water,12,19 there
is still sufficient transmission of acoustic power into the
superstrate to generate a Lamb wave. This strategy has been
successful in enabling a wide range of droplet manipulations
on disposable superstrates,13–15,20–22 including particle
enrichment23,24 for lab on a chip applications.
In general, acoustophoretic particle manipulation has
been shown for SAW transducers based upon generating
standing SAWs using pairs of transducers to create counter
propagating surface waves of the same frequency resulting in
constructive interference.3,4,25,26 The forces that result from
pressure changes in the liquid have been used for different
applications such as concentrating,18 trapping,3,9 and the
continuous sorting4,27,28 of cells and particles. Usually, these
devices have utilized polydimethylsiloxane (PDMS) based
microchannel chips, bonded to the piezoelectric substrate, a
technology which requires precise alignment of the channel
width relative to the pressure nodal planes between two SAW
transducers. This may not only be challenging when the
dimension of the channel is reduced to tens of micrometers29
but results in a device where the more costly components
will need to be discarded following analysis. In addition, it
is noteworthy that PDMS has a high acoustic attenuation
coefficient, influencing the overall pressure amplitude of
the field significantly.29–31 Channels have been etched into
the piezoelectric substrate, mitigating against the use of the, 2014, 14, 4277–4283 | 4277
Fig. 1 (a) Single SAW transducer combined with disposable superstrate
to enable SAW mediated acoustophoretic particle manipulation (scale
bar: 1 cm). (b) Shows the superstrate with embedded microchannel
made from the glass/SU8/glass sandwich composite structure. The
length and width of the chip are 40 mm and 1.5 mm respectively.
(c) Electron micrograph showing the cross-section of the superstrate
composite with embedded microchannel defined by SU8 photoresist and
sandwiched between glass substrates (scale bar: 100 μm).
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View Article Onlinepolymer in creating the microfluidic channel, although align-
ment and the disposability of the chip (and associated cost)
remain as significant issues.32
As an alternative, a complete decoupling of the particle
manipulation from the piezoelectric surface into a super-
strate with embedded microchannel can be performed
(Fig. 1a). The latter maintains all the benefits of a SAW
transducer such as a compact planar device structure, broad-
band response, high frequency, and lead free device,33 with
high energies concentrated within the chip.
In this study we show that a acoustophoretic particle
manipulation can be achieved using a superstrate (Fig. 1b)
with a simple transversal resonator design.34 Uniquely, this is
based upon a single SAW transducer (Fig. 1a), where a single
exciting planar wave is reflected at the microfluidic wall and
in this way superposes with itself.34 Standing acoustic waves
form as a result of two counter propagating planar waves, in
this case the incident wave and its reflection. By using a
broadband interdigitated SAW transducer we show greatly
enhanced tolerances to misalignments between the micro-
channel, which acts a resonance cavity, and the acoustic
field. The superstrate is a disposable glass/SU8/glass composite
chip (Fig. 1c), which, combined with the simplified platform
assembly, enables a quick and easy assembly of SAW devices
for particle manipulation.
Materials and methods
Superstrate fabrication
The superstrate with embedded microchannel was designed
as a sandwich composite (Fig. 1c) consisting of a standard
microscope slide, custom cut (bottom substrate, Menzel
Glaser, H: 1 mm × D: 15 mm × L: 40 mm) and a cover slip
(top substrate, Menzel Glaser, H: 0.16–0.19 mm × D: 15 mm ×
L: 40 mm) with the negative photoresist SU8 (MicroChem
Corp., USA) in-between. Here, the resist acted as a bonding
agent between the substrates and defined the microchannels.
SU8 3050 was spin-coated (4000 rpm) onto the substrate and
placed on a hotplate at 95 °C. A cover slip containing predrilled4278 | Lab Chip, 2014, 14, 4277–4283holes for inlets and outlets was bonded immediately to the
freshly prepared SU8 film by placing it onto the substrate. This
was followed by a softbake at 95 °C for 25 minutes. The photo-
resist was exposed through a polymer-emulsion film mask
aligned to the predrilled holes in the cover slip for 60 seconds.
A post-exposure bake at 65 °C for 2 minutes and 95 °C for
6 minutes was performed prior to the development of
unexposed SU8 through inlet and outlet holes using Microposit
EC solvent (Shipley, USA). The resulting channel length, width
and height were 15 mm, 173 ± 5 μm and 35 ± 5 μm (obtained
from SEM images and Dektak measurements on 3 devices),
respectively. Fig. 1 shows the fabricated superstrate (b) and a
cross-section of the sandwich composite (c).SAW transducer fabrication and setup assembly
The piezoelectric material used for SAW actuation was a
3 inch diameter, 0.5 mm thick lithium niobate wafer (LiNbO3,
Roditi, UK) specified by a 128° Y-cut for wave propagation in
the y-direction (3488 m s−1). An interdigitated transducer with
slanted electrode design was transferred by standard photo-
lithography, metal deposition and metal lift-off using S1818
resist and evaporation of a 10 nm NiCr adhesion layer and
100 nm Au electrode layer. A broad frequency response was
achieved by linearly varying the pitch and the width of
18 electrode pairs from 249 μm to 159 μm with an aperture of
2 cm, resulting in a theoretical bandwidth of 3.5 MHz to
5.5 MHz. The spectrum analysis measuring the S11-parameter
(Agilent Technologies E507C ENA series network analyser)
showed a frequency response between 3.7 MHz and 5.5 MHz.
However, SAW devices are well known for also operating at
harmonic frequencies. The slanted IDT used also showed
harmonic responses at frequencies up to 21 MHz (Fig. S1, ESI†).
A signal generator (TG5011 TTi, UK) combined with an
amplifier (Mini Circuits ZHL-5W-1 and a 3 A, ±24 V DC
power supply) were used to drive the SAW device. The setup
was assembled by placing the composite superstrate onto the
piezoelectric transducer and fixing it with metal clamps.
Afterwards, 15 μl of deionised water were pipetted along the
edge of the superstrate which created a liquid film between
the superstrate and the piezoelectric substrate, through
capillary action. The water layer was used as coupling layer to
enable sufficient acoustic energy transmission into the super-
strate.12 Alternative coupling agents have been described in
the literature and include glycerol,12 epoxy resin31 and water
based gels.20 However, the utilized capillary action provides
an easy and consistent route to generate a homogenous
coupling layer while the mentioned alternatives may be
more difficult to apply (and to remove) and can vary between
experiments. It has to be noted that the water layer evapo-
rated during prolonged SAW excitation (>5 min). Therefore,
long-term experiments would require regular reapplying
of the coupling agent. Bead samples were injected using
a syringe pump (NE-1000, New Era Pump Systems, USA).
An Olympus microscope (BX52, Japan) with CMOS cameras,
(ORCA-Flash4.0, Hamamatsu, Japan and UC30, Olympus, Japan)This journal is © The Royal Society of Chemistry 2014
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View Article Onlinewas used for capturing video sequences of bead manipulations
in the microchannel. Polystyrene beads (Bangs Laboratories,
USA) of different sizes (3 μm, 6 μm, 8 μm) were suspended
in deionised water for acoustophoresis experiments. The
frequency of the SAW transducer was varied until a homoge-
nous acoustic focusing effect towards the microchannel
centre was observed, signalling the creation of an acoustic
standing wave. An infrared camera (Ti 25, Fluke, USA) was
used to visualize the excitation of the transducer along the
aperture as a function of frequency and to measure the
temperature of the surface of the superstrate. Confocal imaging
was used to create a z-stack of the microchannel cross-section
and obtain insight into the particle alignment upon acoustic
actuation.Estimation of acoustic energy in the microchannel
The experimentally determined resonance frequency was then
used to estimate acoustic energy densities based on the
method introduced by Barnkob et al.7 Briefly, this method
involves temporal tracking of the lateral trajectory of beads,
experiencing an acoustic radiation force in a static fluid. For a
one-dimensional standing wave, the force acting on a particle
with radius a is given by;7
F rady = 4πΦka
3Eac sin(2ky) (1)
where φ is the acoustic contrast factor defining the direction
of the force based on the density ratio ρ between the particle
and the suspension medium as well as the compressibility
ratio β as follows;7
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where ρp is the density of the particle, ρ0 is the density of the
medium and cp and c0 are the speed of sound in the particle
and water, respectively. The acoustic energy density Eac yields
Eac = pac
2/4ρ0c0
2, with pac being the acoustic pressure ampli-
tude. The lateral movement of a bead towards the pressure
node as the result of F rady can be described by;
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The lateral movement of 3 μm beads was tracked for varying
voltages applied to the transducer, resulting in curves of
displacement versus time that are fitted with the theoretical
model of eqn (3) to extract acoustic energy densities (see results
section, Fig. 5).Simulations
Finite element method numerical modelling (COMSOL
Multiphysics v3.5, pressure acoustic module, COMSOL, UK)
was used to find eigenfrequencies of the superstrate as
solutions to the Helmholtz equation, which support lateralThis journal is © The Royal Society of Chemistry 2014modes of the half-wavelength (λ/2) criterion where a pressure
nodal plane is defined in the centre of the microchannel.
First, a simple 2D model depicting the fluidic domain
of the microchannel was used to find resonance modes of
the superstrate. The channel outline was approximated to
be a solid boundary, assuming a significant difference
in acoustic impedance between the water-filled channel
(1.45 × 106 kg m−2 s) and the wall (3.45 × 106 kg m−2 s) and
hence a strong reflection of the acoustic wave. The centre
plane of the fluidic domain was considered only, neglecting a
vertical resonance mode (this was justified by the cavity
height being several times smaller than the wavelength for
the observed frequency range).
Further assumptions were made by considering the channel
to be of rectangular shape with straight walls. The width
and length of the channel used in the model was 173 μm
and 15 mm, respectively. The speed of sound and density
used for the fluidic domain was 1450 m s−1 and 1000 kg m−3,
respectively.
Results and discussion
Concept
A disposable composite superstrate (Fig. 1b) with embedded
microchannel was used as the acoustic cavity for bead manip-
ulation in a standing wave, based on acoustic waves from a
SAW device. This contrasts with conventional SAW based
particle actuation in PDMS channels which require bonding
and careful alignment relative to two SAW transducers. In a
conventional SAW based manipulation platform (Fig. 2a), the
SAW travels along the piezoelectric substrate and enters
the PDMS/LiNbO3 interface where it partially couples as a
bulk acoustic wave (BAW) into the PDMS before reaching
the microchannel and generating a surface standing wave
from interference with a counter-propagating SAW.29 In the
concept presented here, the SAW travels along the LiNbO3
substrate followed by coupling of acoustic energy into the
fluid of the coupling layer (Fig. 2b).19 Transmission of acous-
tic radiation as a Lamb-type wave into the glass itself takes
place and travels even further into a liquid above it.12,17
Reflections within the channel then superpose and eventually
create a standing wave.
In particular, in the set-up, a single slanted interdigitated
transducer was used for the generation of ultrasound and a
disposable glass microfluidic chip was simply placed on the
piezoelectric wafer and fixed with metal clamps (Fig. 3a). The
channel faced the slanted interdigitated transducer with
an orientation perpendicular to the SAW propagation. A thin
volume of water, compressed between the piezoelectric sub-
strate and the superstrate helped to couple the incident SAW
into the superstrate. Similar to conventional bulk acoustic
approaches, a transversal resonator concept can be considered.
The propagating Lamb-type wave, formed in the superstrate,
radiated acoustic energy into the microchannel. The channel
walls acted as near-ideal reflectors resulting in two counter
propagating waves, forming a standing wave.Lab Chip, 2014, 14, 4277–4283 | 4279
Fig. 2 Comparison between (a) conventional and (b) new approach
for SAW based acoustophoretic particle manipulation in microchannels.
(c–d) Eigen solutions to the Helmholtz equation showing pressure
distributions in a simplified 2D model of the superstrate resonator for
frequencies of 4.192 MHz and 4.193 MHz. Colour scheme represents
high (red), zero (green) and low (blue) acoustic pressures.
Fig. 3 (a) The superstrate is placed onto a SAW transducer and fixed
with metal clamps. The aperture of SAW device is 2 cm. (I) Injected
(2 μl min−1) 3 μm diameter polymer beads approach the acoustic
focusing region and move towards the pressure node in the centre of
the microchannel. (II) Stable alignment of beads in the centre further
down the channel (scale bar: 100 μm). (b) Thermal image of SAW
transducer driven at 4.138 MHz to visualize aperture and position of
resonance frequency along slanted transducer design. A water based gel
(KY Jelly, Johnson & Johnson) was spread in front of the SAW device to
enhance the visibility (heat generation upon transmission) of the wave
propagation. (c) Confocal image (z-stack) of microchannel cross-section
showing acoustically focused beads (3 μm) as one-dimensional
alignment across the height of the channel (scale bar: 10 μm).
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View Article OnlineSimulation results
Ideally, the resonance frequency which supports a half-
wavelength lateral pressure wave across the width of the
resonator-microchannel can be found by considering the
width of the cavity and the speed of sound in the fluid.
However, in practice, numerical methods can be helpful to
predict the resonance modes in more than one dimension,
more accurately. To predict these modes, we used 2D
models implemented in the finite element analysis tool
COMSOL Multiphysics. Fig. 2c–d show several Eigen solutions
supporting half a wavelength pressure wave; similar to models
shown in previous studies.35 Here, 4.192 MHz and 4.193 MHz
were identified in our simulations where the pressure distribu-
tion is symmetric across the width of the channel but not
homogenous along the channel. This 2D effect, has been
described as a “pinching region”. Typically, the number of
these regions increases for increasing frequency of the solution
of the Helmholtz equation.
Finding resonances using broadband transducer
A slanted SAW transducer design was chosen to enable the
excitation of a wide range of frequencies (in this case between
3.5 MHz to 5.5 MHz). The design also provides higher harmonic4280 | Lab Chip, 2014, 14, 4277–4283responses of the fundamental frequencies (see ESI† for
frequency spectra). This flexible approach permits the identi-
fication of the resonance frequency of a superstrate experi-
mentally by scanning through the available range until a
strong and homogenous acoustophoretic movement towards
a pressure node was observed.
The resonance frequency along the aperture of the SAW
device was visualised by thermal images (Fig. 3b) and the
superstrate position was adjusted accordingly. For the super-
strate shown in Fig. 3a, a frequency of 4.138 MHz resulted in
a strong focusing effect of beads along a pressure node when
injected under continuous flow. Fig. 3a shows 3 μm diameter
polystyrene beads approaching the manipulation region
(I in Fig. 3a), where the acoustic energy enters the micro-
channel. There followed a lateral displacement of the beads
towards the channel center due to the acoustic radiation
force. The alignment of beads was achieved along the channel
length (II in Fig. 3a) and confocal images through the height
of the channel showed the one-dimensional character of the
pressure wave (Fig. 3c).
We identified several frequencies which resulted in a
strong lateral mode. This was in close agreement with the
simple eigenfrequency analysis which suggested multiple
solutions. However, the identified resonance frequencies
slightly differed from this simple model in form of a shift
towards lower frequencies. In Fig. 4(a–c) bead focusing in
a static fluid for 4.179 MHZ, 4.138 MHz and 4.096 MHz
are shown. As expected, the pressure distribution was non-
uniform resulting in regions where beads were less tightlyThis journal is © The Royal Society of Chemistry 2014
Fig. 4 (a–d) Experimentally observed resonance frequencies with strong
lateral mode leading to alignment of beads in the pressure nodal plane.
Images were taken (a) 3 s and (b–c) 2 s after activating the SAW
transducer (10 V) at the particular frequency shown. (d) SAW actuation at
4.138 MHz under continuous fluid flow. Scale bar: 1 mm. (e) Coupling of
the initial incident narrow (~2 mm to 3 mm) SAW beam caused a wider
acoustic manipulation region (~6 mm) along the channel length.
Fig. 5 (a–c): Image sequence showing focusing of 3 μm, 6 μm and
8 μm beads at (a) 0 s and after (b) 0.05 s and (c) 1.25 s of acoustic
actuation at a frequency of 4.138 MHz and 10 V (static fluid, scale bar:
25 μm). (d) Corresponding lateral displacement of beads over time. (e)
Acoustic energy density for various voltages applied to the transducer,
calculated after tracking lateral path of 3 μm beads (no flow) and
applying analytical expression given in eqn (3).
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View Article Onlinefocused. The variation in the strength of bead focusing along
the channel is a common result typically seen in a static fluid
in acoustophoretic devices36–38 and related to the complex
interaction of the whole chip structure with the microchannel
resonance. However, these irregularities were averaged and
suppressed by applying a fluidic flow through the channel.
Laminar flow kept beads in streamlines once positioned in
the pressure node by the acoustic radiation force (Fig. 4d).
When slanted SAW transducers have previously been used
to pattern particles,9 the manipulation region has been
shown to be limited by the aperture of the SAW device at a
particular frequency which varies in position along the width
of the device. In comparison, the refraction of the narrow SAW
beam into the coupling layer and subsequent refraction into
the substrate of the superstrate led to the spreading of the
acoustic field further along the channel length. For instance
the aperture of the excited frequency of 4.138 MHz was 2–3 mm
according to vibrometry measurements (see Fig. S4, ESI†). Once
coupled within the chip, we identified a wider manipulation
region spanning around 6 mm of the channel length where the
particles were manipulated (Fig. 4e).Acoustic pressure and energy densities
As described in eqn (1), the acoustic radiation force scales
with the particle radius and the acoustic energy in the micro-
channel. In Fig. 5(a–d) it is demonstrated that the time taken
for a mixture of beads to move to the acoustic node decreased
with increasing bead diameter (3 μm, 6 μm, 8 μm). The lateral
path of the bead movement was used to estimate the acoustic
transmission into the superstrate using the analytical expres-
sion given in eqn (3). Using the method introduced by
Barnkorb et al.,7 we estimated the acoustic energy densities
and pressure amplitudes coupled from the SAW transducer
into the channel. In the case involving the manipulation of
3 μm beads, we calculated energy densities for voltagesThis journal is © The Royal Society of Chemistry 2014applied to the SAW transducer in the range of 5 V to 40 V at
4.138 MHz. As shown in Fig. 6e, the acoustic energy density
(which is proportional to the pressure amplitude) was a
function of the applied voltage. Acoustic energy densities of
12 J m−3 to 1143 J m−3 with corresponding pressure ampli-
tudes of 0.3 MPa to 3.1 MPa were achieved and demonstrated
sufficient actuation for rapid bead acoustophoresis (despite
decoupling particle handling from the piezoelectric surface
into a disposable polymer-glass composite chip).
As the pressure distribution was non-uniform along the
channel length, the time taken to focus beads varied and hence
the errors in Fig. 5e) were relatively large. It should be noted that
a significant temperature change occurred on the surface of the
superstrate when applying high voltages (>20 V) to the SAW
transducer for prolonged times (~30 min, see Fig. S2, ESI†).
Such a change in temperature can alter the resonance responseLab Chip, 2014, 14, 4277–4283 | 4281
Fig. 6 The alignment of the superstrate is less critical during assembly
compared to conventional SAW based system where alignment and
position of the channel need to be precise. (a) Misalignment of up to 30°
and (b) alteration in the chip position relative to the SAW transducer
still provide sufficient bead focusing capabilities (4.138 MHz, 10 V,
scale bar: 100 μm).
Fig. 7 Broadband actuation of the superstrate with embedded
microchannel containing 3 μm bead suspensions. Tuning the frequency
to the several resonance points of the chip, (a) 4.138 MHz, (b) 8 MHz, (c)
12.514 MHz, at 10 Vpp (scale bar 50 μm), leads to pressure distributions
with multi pressure node arrangements which are well confined to the
straight channel geometry (d–f, scale bar 250 μm, static fluid).
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View Article Online(change in speed of sound) of an acoustophoretic chip39 and
should be addressed for long-term experiments with increased
input powers. However, for the short term (seconds) focusing
experiments, the temperature change (<1 °C) is small.
Benefits of superstrate and broadband SAW transducer
One of the benefits of using a superstrate to decouple the
channel from the acoustic actuator is the reduced complexity
of the assembly process. Conventional SAW based acousto-
phoretic systems require a straight and optimally positioned
alignment of the channel relative to the SAW transducer to
avoid particle/channel wall interactions,40 whereas this
approach compensates for any misalignments such as those
seen in Fig. 6a. Here, the angle of the superstrate relative to the
SAW transducer was increased to 30° while maintaining a
stable acoustic focusing effect. This can be best understood by
the observation that the acoustic standing wave was not created
by opposing SAW devices, but instead by reflections from the
microfluidic channel (which maintain their position relative to
each other, as the channel is rotated). Furthermore, the dis-
tance between the superstrate and the transducer can be varied
up to 1 cm without significant loss of acoustic energy coupled
into the microchannel (Fig. 6b), where in conventional systems,
care must be taken to either move a multiple of wavelengths, or
compensate with a phase optimisation of one IDT with respect
to the other.41 The results indicated that the coupling of the
SAW into the superstrate can take place from an arbitrary point.
However, the resonance frequency of the superstrate defines
the position of SAW beam within the aperture of the slanted
transducer. The position of the travelling SAW for a particular
frequency is fixed and the superstrate has to be placed within
its path to allow for acoustophoretic manipulations of particles.
As discussed above, the slanted broadband SAW transducer
design is suitable for finding the resonance point of the super-
strate experimentally. The excited frequency can be adjusted
until the condition for a stable single pressure node in
the centre of the channel is achieved. Any variation in the4282 | Lab Chip, 2014, 14, 4277–4283superstrate geometry can therefore be easily compensated for
by changing the frequency. However, beyond the fundamental
frequencies (3.7 MHz to 5.5 MHz), the harmonic response of
the slanted SAW transducer offered an extended frequency
range (see Fig. S1, ESI†). Thus, in addition to a single pressure
nodal plane, multinode arrangements creating tuneable pres-
sure distributions in the microchannel can be established.
In Fig. 7(a–c), three resonances of the superstrate at
4.138 MHz, 8 MHz and 12.51 MHz are shown, resulting in 1 to
3 pressure nodal planes. Even higher resonance frequencies
can be found within the device as shown in Fig. S3 in ESI,†
which demonstrates the benefit of using a SAW transducer as a
tuneable ultrasound source for acoustophoretic microparticle
manipulation.
As mentioned, a spreading of the acoustic wave coupled to
the superstrate can be observed which limits the application
of the acoustic radiation force to this area unlike in the conven-
tional SAW setup where the SAW is defined by the aperture of
the transducer. However, confinement in a static fluid can
be achieved when using specific microchannel geometries.38
For instance, a non-uniform channel width alters the pressure
distribution and localized force fields can be obtained at
particular channel sections using appropriate chip designs.
Fig. 7(d–f) shows the confinement of the standing wave
in the expanding channel section for the same resonance
frequencies. The gradual change in channel width no longer
supports the resonance mode but instead produces an intricate
pattern of acoustic pressures which are shown by the positions
of the beads.
The spatial confinement achievable and the fact that a
single transducer per resonance mode is sufficient provides
the possibility for segmented acoustophoretic particle manipu-
lation along a channel length to integrate functions including
focusing, merging and splitting of samples similar to work
shown by Manneberg et al. using bulky BAW transducers.38
Conclusions
We show a new and simple methodology for acoustophoresis
of microparticles, which we demonstrated on a disposableThis journal is © The Royal Society of Chemistry 2014
Lab on a Chip Paper
O
pe
n 
A
cc
es
s A
rti
cl
e.
 P
ub
lis
he
d 
on
 1
6 
Se
pt
em
be
r 2
01
4.
 D
ow
nl
oa
de
d 
on
 2
4/
11
/2
01
4 
16
:2
7:
53
. 
 
Th
is 
ar
tic
le
 is
 li
ce
ns
ed
 u
nd
er
 a
 C
re
at
iv
e 
Co
m
m
on
s A
ttr
ib
ut
io
n 
3.
0 
U
np
or
te
d 
Li
ce
nc
e.
View Article Onlinechip, known as a superstrate. We show that where a micro-
channel is embedded in the superstrate, the structure acts as
a resonating cavity and particle manipulation can be
implemented using a single SAW transducer. The advantages
of this technique are found to be the increased tolerance to
assembly between the channel and the transducer, making
it much more feasible to use the superstrate as a low cost,
disposable, element that can be switched between samples.
We believe that this concept simplifies SAW mediated cell
manipulation and has the potential to enable the trapping,
enrichment and separation of microorganism in disposable
microfluidic systems.
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